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ABSTRACT 

The development and evaluation of an analytical technique for the UV spectroscopy based determination of Dorzolamide is the main focus of this 

study. Dorzolamide, a carbonic anhydrase inhibitor, is utilized to reduce intraocular pressure in the treatment of ocular hypertension and open-

angle glaucoma. The study involved establishing the maximum wavelength (λmax) of Dorzolamide HCL as 253 nm, confirmed by UV spectra in 

different media. The method's validation included linearity testing, where a calibration curve exhibited a strong correlation (R2=0.9995) in 

simulated tear fluid. Accuracy studies demonstrated a high precision of 98%-100%, while precision tests, both intra-day and inter-day, indicated a 

%RSD of less than 2%, confirming the method's reliability. The method's sensitivity was assessed with Limit of Detection (LOD) and Quantification 

(LOQ) found as 0.37 µg/ml and 1.12 µg/ml, respectively. Robustness and ruggedness assessments further supported the method's reliability, with 

%RSD values within acceptable ranges. The developed UV spectroscopy method for Dorzolamide analysis exhibits excellent accuracy, precision, 

sensitivity and robustness, making it a valuable tool for pharmaceutical quality control.  
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INTRODUCTION 

 

Dorzolamide functions as a carbonic anhydrase inhibitor. By inhibiting carbonic anhydrase, it reduces the production of fluid and lowers intraocular 

pressure [1,2]. The IUPAC exemption of the compound is (4S, 6S)-4-(ethylamino)-6-methyl-7,7-dioxo-5, 6-dihydro-4H-thieno [2, 3-b] thiopyran-2 

sulfonamide. Figure 1 displays the chemical composition of Dorzolamide. Dorzolamide is prescribed for the treatment of ocular hypertension, a 

condition characterized by elevated intraocular pressure, commonly associated with open-angle glaucoma [3-5]. It aids in the prevention of 

progressive vision loss or visual impairment by reducing elevated intraocular pressure [6-7]. 

 

 
Figure 1: Structure of Dorzolamide. 
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MATERIALS AND METHODS 

   

Preparation of stock solution of DRZ in STF at pH 7.4  

 

Preparation of Simulated Tear Fluid (STF): All the ingredients were weighed as mentioned in table and transferred to 100 ml distilled water. All 

the ingredients were made soluble completely and pH of tear fluid was determined and pH of the STF was found to be 7.4 (Table 1). 

 

Table 1: 3D structure of potential inhibitors (targets) against dementia. 

S. no. Ingredient Quantity 

1 Sodium bicarbonate 0.02 g 

2 Calcium chloride di hydrate 0.008 g 

3 Sodium chloride 0.67 g 

4 Distilled water Up to100 ml 

 

Estimation of λ max 

 

To ascertain λ max of Dorzolamide, it took place truthfully weighed (10 mg) and dispersed in 100 ml STF to produce concentration 100 µg/ml. From 

this 1 ml was taken and diluted up to 10 ml by simulated tear fluid to prepare 10 µg/ml. The sample's UV spectrum, which occupies 200 nm-400 

nm, was recorded. 

 

Preparation of stock solution of DRZ  

 

Standard stock solution of Dorzolamide: After precisely weighing about 10 mg of the medication, it was added to a calibrated 10 ml volumetric 

flask. It was dispersed in STF and using the same solvent, the volume had been increased to 10 ml to achieve the ultimate concentration of 1000 

µg/ml. 

Working stock solution: By pipetting out 1 ml of the standard stock solution and diluting it up to 10 ml with STF, the standard stock solution was 

further diluted to create a working standard solution of 100 μg/ml. Pipetting out 0.2, 0.4, 0.6, 0.8 and 1 ml of the working standard solution was 

used to create a series of DRZ dilutions into separate 10 ml volumetric flasks and diluting to volume with STF to produce the concentrations 

varying from 2 μg/ml-10 μg/ml. The previously mentioned solutions had been scanned between 400 and 200 nm in relation to blank (STF). The λmax 

was recorded and the absorbance of all solutions was measured against STF as blank at that specific λmax. The absorbance at λmax was graphed 

against the concentration (2 μg/ml-10 μg/ml) to create the calibration curve. 

 

Linearity and range 

 

Five different concentrations were used to prepare five solutions at different concentrations of 2, 4, 6, 8 and 10 (µg/ml) for the linearity study. The 

resulting data were then used for the linearity plot. 

 

Accuracy 

 

Recovery studies were prepared at three distinct concentrations (2, 6 and 10 μg/ml) of DRZ and three separate versions of the absorbance results 

were taken to verify the accuracy of the method. Standard Deviation (SD) and percentage Relative Standard Deviation (RSD) were computed from 

the collected data. 

 
Precision 

 

By examining three distinct concentrations repeatedly (2, 6 and 10 μg/ml) of the standard DRZ solution on three separate days and at various times 

within the same day (intraday precision) (interday precision), the method's precision was assessed in simulated tear fluid (pH 7.4). To determine the 

intraday and interday precision of the method, the entire calibration curve's range was represented by for every three concentrations, three duplicates 

(2, 6 and 10 μg/ml), which were then analyzed and denoted as a percentage of Relative Standard Deviation (RSD) as given in equation 2. 

 
 

Limit of Detection (LOD) 

The lowest amount of the drug that the technique can detect is known as the limit of detection. Limit of detection is calculated as given in equation 

3. 
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Where,  

SD = Standard Deviation of Y-intercept  

S= Calibration curve's slope. 

 

Limit of Quantification (LOQ) 

The smallest amount of the medication that the method can measure is known as the limit of quantification. Limit of quantification is calculated 

using equation 4. 

 
 

Where,  

SD=Standard Deviation of Y-intercept  

S= Calibration curve's slope. 

 

Robustness 

 

The analysis was performed at three different wavelengths (i.e., 253 ± 2) to determine the robustness of the method. The corresponding absorbance 

was recorded and the result was expressed as a percentage RSD. 

 

Ruggedness 

 

By having two separate analysts perform the analysis and record the corresponding absorbance, the robustness of the approach was ascertained. % 

RSD was used to indicate the end result. 

 

 

RESULTS AND DISCUSSION 

 

Determination of λmax of Dorzolamide HCL 

 

The stock solution of Dorzolamide HCL has a maximum wavelength of 253 nm, which is consistent with the literature. Figure 2 illustrate the UV 

spectra of the drug in various media. Furthermore, overlay of Dorzolamide HCL gives constant absorption peak irrespective of concentration as 

shown in Figure 3. 

 
Figure 2: UV Spectra of DRZ HCL in STF. 

 

 
 

Figure 3: Overlay spectra of DRZ HCL. 
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Validation of UV spectrophotometric analytical method 

 

Linearity/ calibration curve of Dorzolamide HCL: In the concentration varying of 2 µg/m-10 µg/ml, a plot of absorbance vs. concentration of 

Dorzolamide HCL follows Beer Lamberts law. For values ranging from 2 to 10 µg/ml, a high correlation straight line calibration curve was obtained 

(Figure 4). 

 
 

Figure 4: Calibration curve of DRZ HCL in STF. 

 

The method's linearity was tested in water and artificial tear fluid at concentrations varying from 2 to 10 g/ml. Every sample's absorbance was 

measured and recorded in triplicate. Figures 4 show the calibration curves for Dorzolamide HCl in simulated tear fluid. 

Simulated tear fluid has excellent correlation coefficients of R2=0.9995; Y=0.0889x+0.0105 was found to be the regression equations. The reduced 

amount of error (<2%) suggests that the regression equation has a strong prediction potential (Table 2) [8-11]. 

 

Table 2: Concentration and its absorbance in STF. 

Sr. No. Concentration (µg/ml) Absorbance in STF 

1 0 0 

2 2 0.1944 

3 4 0.3761 

4 6 0.5421 

5 8 0.7245 

6 10 0.8937 

 

Accuracy 

 

To test the analytical method's accuracy, three dilutions of the drug 2, 6 and 10 µg/ml were made in simulated tear fluid. Accuracy was ascertained 

using the standard curve's regression equation. Tables 3 demonstrate the results. The accuracy was determined to be between 98 and 100 percent. As 

a result, the analytical approach passes the parameter accuracy test. 

 

Table 3: Accuracy studies. 

Sr. no. Concentration (µg/ml) Predicted conc (µg/ml) Accuracy (%) 

1 2 1.96 ± 0.17 98.12% 

2 6 5.95 ± 0.012 99.80% 

3 10 9.92 ± 0.05 99.42% 

 

Precision 

 

The analytical method's precision was assessed using three different drug concentrations, namely 2,6,10 µg/ml. The standard deviation and percent 

RSD were calculated using the data obtained. Tables 4 and 5 exhibit the data. Since %RSD was found to be less than 2%, given method passes the 

test for precision. 

Intra-day precision: On the same day, three distinct DRZ HCL concentrations were tested in triplicate to determine how repeatable the procedure 
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was. The percent RSD for intraday precision was determined to precise at concentrations of 2,6,10 µg/ml. 

Inter-day precision: On a separate day, the repeatability of the procedure was examined in triplicate for three distinct DRZ HCL concentrations. 

The percent RSD for intraday precision was determined to precise at concentrations of 2,6,10 µg/ml (Tables 4 and 5). 

 

 

 

 

Table 4: Results for three determinations of the intraday precision (%RSD) and accuracy for the estimation of Dorzolamide HCL in a day. 

Time 

Actual concentration 

LQC (2 µg/ml) MQC (6 µg/ml) HQC (10 µg/ml) 

 Predicted concentration (µg/ml) 

10.00 am 1.963 ± 0.017 6.008 ± 0.035 9.843 ± 0.089 

1.00 pm 1.950 ± 0.018 5.96 ± 0.047 9.986 ± 0.078 

5.00 pm 1.972 ± 0.014 6.01 ± 0.052 10.04 ± 0.074 

Mean 1.96 5.992 9.95 

S.D 0.016 0.044 0.08 

% RSD 0.81 0.73 0.8 

% Accuracy 98.12 99.73 99.5 

 

 

Table 5: Results for three determinations of the intraday precision (%RSD) and accuracy for the estimation of Dorzolamide HCL in a day. 

Days Actual concentration 

LQC (2 µg/ml) MQC (6 µg/ml) HQC (10 µg/ml) 

 Predicted concentration (µg/ml) 

1 1.99 ± 0.01 5.9 ± 0.033 9.36 ± 0.09 

2 1.92 ± 0.007 5.973 ± 0.04 9.81 ± 0.04 

3 1.954 ± 0.008 5.987 ± 0.02 10.09 ± 0.07 

Mean 1.95 5.95 9.75 

S.D 0.008 0.031 0.06 

%RSD 0.41 0.52 0.61 

%Accuracy 99.06 99.49 99.02 

 

     Limit of Detection (LOD) 

 

The term "limit of detection" refers to the lowest dosage of the medication that the method can identify. 

LOD=3.3 (σ/s) 

Where,  

σ is standard deviation 

S is a slope obtained from calibration curve equation LOD was determined to be 0.37 µg/ml. 

 

      Limit of Quantification (LOQ) 

 

The smallest amount of the medication that the technique can measure is known as the limit of quantification. 

LOQ=10 (σ/s) 

Where,  

σ is standard deviation 

S is a slope obtained from calibration curve equation LOQ was found to be 1.12 µg/ml. 
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     Robustness and ruggedness 

 

The method was observed within the range and was found to be robust, as indicated by the % RSD. 

Furthermore Tables 6 and 7 shows the robustness and ruggedness data respectively. 

 

Table 6: Robustness parameter for validation. 

 

λmax Concentration 

(µg/ml) 

Absorbance Statistical analysis 

251 6 0.5457 Mean=0.5510 

SD=0.005 

%RSD =1.06 

253 6 0.5574 

255 6 0.5510 

 

 

Table7: Ruggedness parameter for validation. 

Analyst 

Concentration 

(µg/ml) 
Absorbance Mean SD %RSD 

6 0.5375 

0.5391 0.001 0.31 
Analyst 1 

6 0.5409 

6 0.5389 

6 0.5411 

Analyst 2 
6 0.5387 

0.5397 0.001 0.22 
6 0.5395 

 

CONCLUSION 

 

The developed UV spectroscopy method for Dorzolamide analysis proves to be a robust and reliable tool for pharmaceutical applications. The 

method demonstrated accurate determination within a concentration range of 2 µg/ml-10 µg/ml, as validated by strong correlation coefficients and 

low error percentages. Precision tests, both intra-day and inter-day, exhibited %RSD values below 2%, indicating the method's consistency. 

Sensitivity assessments with LOD and LOQ values of 0.37 µg/ml and 1.12 µg/ml, respectively, highlighted the method's capability to detect and 

quantify low concentrations of Dorzolamide. Robustness and ruggedness evaluations further confirmed the method's stability and suitability for 

routine analysis. This UV spectroscopy method holds promise for enhancing the pharmaceutical quality control of Dorzolamide formulations, 

ensuring reliable and accurate dosage preparations for the treatment of ocular conditions.  
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